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HE Bod 9 e | — 
being 2 ube, i ſupported 

- three Bras Pillary . 
wooden Pedeſtal C; in 
Drawer D. to hold the Obj ject- glaſſes and 1 
other Fart of the en 7 . : 


9 | | 
1 x 1 - > " 


A leſſer Tube ee, lides into the ester 

and has at its Bottom another Tube much 

ſmaller than itſelf, , with a mael Screw g, at 

the End thereof, w hekvon . 4 <-+ op the ons 474 
© : 


| jee-glaſs or Magnifier 3. 


1 There are 45 < theſe Magnifiers, n num 
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the Eye exactly, ſlide the Tube gently high- + 


er ot ower, or turn the — — hs e 
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2 T0 X- 

nißer gradually, till the Object appears di- 
ſtinct. — Take notice, that the greateſt Mag- 
ners have the ſmalieſt Apertures and the 
lowell Numbers. * Fo 


I, is a circular Plate of Braſs, fix'd hori- 
zoutally between the three Braſs Pillars, and 
in the Center thereof a round Hole, M is 
edemucgro receive a proper Contrivance, N 
for oldin g Tvery Sliders wherein Objects are 
placed; which Cantrivance conſiſts of a ſpi- 
ral Steel Wire confined between three Braſs 
Circles, one whereof is moveable for the 
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Admiſſion of ea,, mon 5 


Q is g concave Looking- glaſs, ſet in a Box 
of Bra's, and turning in an Arch R upon 
two ſmall Screws 34, from the Bottom of 
the Arch comes a Pin, which by letting 
down into a Hole 7, in the Center of the Pe- 
deſial, enables ii to. turn vertically, or hori- 
zontally, and reflect the Light, either of a 
Candle, or the Sky, directly upwards on the 
Object to be yiewed. 85 = 


X, a Cone, to faſten on a Shank unger- 
neath'the Braſs circular Plate L, e 
when the firtt or, ſecond Magnifier is made 
uſe of, and the Object very tranſparent : Fo 
Fxpetience teaches, that ſuch Objects are 
;endered mch mere diltinftly viſible 

mY 8 , 


intercepting 855 part. of the. oblique 
Lys reflected from «hy emnoavy Looking: - 
gl 3. | | out p a 


The Braſs Fiſh- pan . | to faſten a 
Smgit, Gudgeon, or any boch "Final Fiſh 
, to ſee the Blood circulate in its Tail. 

or Ine» purpoſe, the Tail of the Fiſh 
d te jon —.— 
1 ef an; then, 5 J 
ren on the Backſide of the Pan . 
tbe Slit P, thro the circular Plate L, the 
Spring chat comes from the Button will 
. make it kteady, and preſent it well to Vier. 


But if it be a Frog, a Newt, or- Eal, in 
which the Circlatjon :08 ia defirgd to be yo / 
a Glaſs Tube 5, is fitted for the Purpoſe, The YZ 
Tail of a_Newt, or Ecl, or in a Frag, the 9 
Web between the Tots of the Hind-feet, are | ©: 
the Parts: chere it may be ſeen-beſt. . When 
the he Object is well expanded on the Inſide q 

Tube, the Tuhe along under the 
* ſe Plate L, (where there are two 
Springs and. Cavity made in the Shank ta 


hold i) and brig your Obgets alot „ 4 


der the 
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Thexe: are tees . of 1 00 Glaſs Tubes 
* one than another, and the. Size of the 
Cy " direct which to uſe; but in — 
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nal, the le Room the Creature has to move 


, and 
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about inf the cafier it may be man 
the quieter it will lie to be examined. 


= The Celf 2, with a concave and lain 
Glaſ in it, is intended to confine Fleas, Lice, 
Mites,” or CL ſmall Irving Objects, during 
Pleafure;' and hs lacihg it over the Hole 

in the middle o the circular Braſs Plate, they 
may he viewed with much Conveniency. 
Three 10oſe Glaſſes, vir. one plain, and two 
coheave, Apo ha ne to this Microſcope, 
and are defi to confine . or pee” 
them upon Focealictis nally. 


Is a flat Piece of ne. call's a'Blider, 
with four round Holes through it, at 
jects placed in them, between Muſcory Tales 
of Hing-glaſs, kept in by Brafs Wires. Wn 


212 7, | 
ry ber to have a Number of theſe Sli- 
ders fed with © Objects always ready, 


as well as ſome empty des, for any new thi 
tHat offers. When made uſe of, | thruſt the — 1 


between the Brafs Rings of the Chitrivaice- 
on rp e for them, „which ſhoots into 
e M, in the 383 of the Braſs Plate 


I. This keeps them ſteady, and at the 
fame time permits them to bè moved to and 
fro for a thorough Examination. 
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Strel Wire 1 the Ho 
of the Th 
Block 10 on the. organ 


Black, on the WI 


you view 12 9 


late L, — Ack 
having brought it undern 


put the hollow Cylinder 8, with the Silver 
Speculum 9 -ſcrew'd on to its! Bottom, ver 
the Snout of the ren — — 
Top of the Cylinder to the 

the Kad Snout, which anſwers to fo this . — 
of the Magnifier you uſe, moving the Miero- 
ſcope up or down with your Eye fix'd alt 
till you ſee the Object diſtinct. f the on 


it on the Black 3 if 
| ite Side :'' The Object will 

be ſhewn, by this Contrivance in a'delightfuil 

Manner ; for the Rays 6f Light thrown up 
wards from the Looking-glals which paſs by 
the Sides of the Object, | becomes jreflged 
back upon it by the Silver Speculum, and ſo 
enlighten it, that its Colours, as well as Shape, 
are beautifully exhibited. The Nippers at the 
other End of the Steel Wire 3 are to hold any 
= Inſe&or other 2 * @whilltyou view it. 


When you view: 055 ect on als WY 
wire, Or in the Glaſs 121 1 (as the Tubes 
are faſtened underneath the circular Braſs Plate 
L, and the Steel - wire ſtands not at the ſame 
Place as the Sliders do) the Figures an t 


ner 9 ce, are not to be * but the 
Body 


= Body ofthe * muſt be moy d up or 

= down till you ſee the Object diſtinet. * uf 

= An fond Ivory Botto hold Picees 
- of pare Ifing-glais'for the Sliders. 


1 8. A fimall Hair Bruſh to 
eee er 


y Duſt 
of 4 
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when 


with ſoft 
Er 'Dry them well before they 
replac'd, and be very cautious not to 
foil — with the Moiſture of your Fingers, 


IF any dry Dirt ſticks on them, waſh it of 
with Race 1 


' The ume is to be obſery'd in the Magnifying 
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